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Abstract
A novel approach to calibrate the sensitivity of a differential thermometer, consisting of

several thermocouples connected in series (thermopile), has been developed. The goal of this
method is to increase the accuracy of small temperature difference measurements (∆T ≤ 1 K),
without invoking higher sensor complexity. To this end, a method to determine the optimal
temperature difference employed during the differential measurement of thermoelectric sensitiv-
ities has been developed. This calibration temperature difference is found at the minimum of
combined measurement and linearization error for a given mean temperature. The developed
procedure is demonstrated in an illustrative example calibration of a nine-junction thermopile.
For mean temperatures between −10 ◦C and 15 ◦C, the thermoelectric sensitivity was measured
with an uncertainty of less than ±2 %. Subsequently, temperature differences as low as 0.01 K
can be resolved, while the thermometer used for the example calibration was accurate only to
±0.3 K. This and higher degrees of accuracy are required in certain research applications, for
example to detect heat flux modulations in bifurcating fluidic systems.
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1. Introduction

In 1826 A. C. Becquerel made the first recorded proposal to employ the Seebeck effect in
thermometers and by 1902 thermocouples were commercially available [1]. Today, they are in
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widespread use due to their low cost, robustness, small size, simplicity, speed of response and
large temperature range [2]. This thermoelectric effect was discovered in the early 1820s by T.
Seebeck [3, 4, 5], whereby an electric potential is induced due to a temperature gradient in a
thermopair [6, 7, 8]. It is often utilized in specialized devices, such as thermometry near absolute
zero [9, 10] or in nanoscale devices [11].

While the absolute temperature is of interest in many applications, in others, such as moni-
toring nuclear reactors [12], temperature difference measurements are required. For example, in
the 1970s thermocouples were calibrated to measure temperature differences in aircraft engine
oil as low as 2.5 K over an absolute temperature range of hundreds of Kelvin [13].

Thermocouples can be employed to directly determine a temperature difference in a single
measurement (and without reference junction compensation) [7, 8]. This circumvents the error
propagation that would otherwise be encountered when differencing two separate temperature
measurements. To increase sensitivity, multiple thermocouples can be connected in series form-
ing a thermopile. For precise measurements of differential temperatures above 1 K, Huang [7]
calibrated a thermopile with a high precision quartz thermometer (T ± 0.04 K) and a specialized
method of signal conversion. An accuracy of ±0.07 K was achieved. When the calibrated ther-
mopile is employed to measure differential temperatures, the mean temperature Tm is used to
account for the non-linearity of the calibration curve. This method is limited by the accuracy of
the calibration thermometer [14].

Differential temperature measurements are of particular interest for heat transfer investiga-
tions, as heat flux cannot be measured directly [15]. Nonetheless, differential thermometry can
be used to relate the heat flux to the temperature gradient and the material properties (known
heat resistance). Heat flux sensors based on this technique have been designed for a variety
of applications ranging from industry to biological systems research, as well as radiometry for
photo-voltaic and solar thermal energy studies [16, 17, 18, 19]. Heat flux uncertainty of ±4 %
and ±7 % are reported by [18] and [19] respectively.

In many heat transfer applications, the heat resistance between two thermal reservoirs is not
known a priori. In these cases, the heat flux can be determined by measuring the heating (or cool-
ing) power required to maintain quasi-isothermal reservoir boundaries. For electric heat sources
this is simply achieved by an electric-power measurement. For connectively cooled heat sink
surfaces, on the other hand, this is typically accomplished by measuring the difference between
the inlet and outlet temperature of the coolant in conjunction with its mass flux and material
properties [20]. A high degree of temperature uniformity of the cooled plate is required in many
studies. The pattern symmetry of surface tension gradient driven Bénard-Marangoni convec-
tion, for example, is highly sensitive towards temperature non-uniformities. Therefore, accurate
differential temperature measurements are required to detect the heat flux modulation caused by
bifurcations points, while at the same time maintaining a thermal gradient across the plate, which
is as small as possible in order to maintain quasi-isothermal boundary conditions. To this end, a
thermoelectric circuit has been developed by [20]; however, no uncertainty propagation analysis
has been reported for the sensor calibration.

The thermoelectric sensitivity (TES) is employed in the above mentioned heat flux studies
[16, 20, 17]. It is commonly measured with the differential method (described in [8]) [17, 21, 22,
23, 24, 25]. The uncertainty of the achieved TES measurement is dependent on the chosen tem-
perature difference. To avoid non-linear effects and errors, it has in the past been recommended
to choose a temperature difference on the order of a few percent of the mean temperature Tm
(∆T/Tm << 1) [25, 8]. However, until now, there has been no report of any systematic study of
the selection of the temperature difference employed during TES measurement. This shortcom-
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ing is addressed in this study.
While international standards for the calibration of thermocouples as thermometers exist,

customized calibration techniques have been developed for specialized applications [7, 26]. For
example, calorimetric and radiometric calibrations of thermoelectric heat flux sensors and ra-
diometers have been developed [27, 26]. For precise measurements of small differential temper-
atures, a method of calibration and signal conversion has been proposed for measurements with
thermopiles [7]. In this study we address the calibration of even smaller temperature differences,
and propose a novel approach.

Subsequently, the above mentioned technique proposed by Huang [7] is further extended to
measure temperature differences below 1 K. In addition to the mean temperature of the differen-
tial temperature measurement (taken into account by Huang [7]), the mean temperature during
the calibration process is considered as well. Instead of the calibration of U(T ), the inverse of
the TES is used as the calibration coefficient, and it is measured with the differential method de-
scribed in Martin et al. [8]. An analysis of the maximum uncertainty of this method is performed
and a procedure to optimize the accuracy of the differential technique is developed. The novel
method is employed over a range of temperatures (−10 ◦C to 15 ◦C) in an illustrative example
and compared to the aforementioned technique. A higher differential temperature resolution is
achieved, although a significantly less accurate calibration thermometer (T ± 0.3 K) was used.
Finally, the steps of this method from calibration to small differential temperature measurement
with high accuracy are summarized.

Nomenclature

2h applied calibration temperature difference (K)
2hopt optimal temperature difference (K)
Em measurement uncertainty ( V

K )
Elin linearization error ( V

K )
ES uncertainty of TES ( V

K )
ET,cal temperature uncertainty of calibration thermometer (K)
S A, S B TES of materials A, B ( V

K )
S AB TES of material pairing AB ( V

K )
S st TES from industry standard ( V

K )
S st,K standard K-type TES ( V

K )
S (T ) TES as a function of temperature ( V

K )
T temperature (◦C)
Tm mean temperature (◦C)
Tref reference temperature (◦C)
∆T temperature difference (K)
U(T,Tref) electric potential difference across thermopile (V)
U(T1,T2) electric potential difference across thermopile (V)
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2. Fundamentals of thermocouples and thermopiles

The TES or Seebeck coefficient S A(T ) is a physical property of material A and is depen-
dent on the local temperature T [8, 7]. As expressed by the Thomson relations (which essen-
tially express microscopic reversibility), the Seebeck effect itself is a manifestation of the cross-
correlation between thermal transport due to a gradient in electric potential on the one hand and
charge separation induced by temperature differences on the other. Hence, when the material
is exposed to an infinitesimal temperature difference dT , an electric potential difference dU is
induced:

dU = S A(T )dT. (1)

The TES of a thermocouple is the difference between the sensitivities of materials A and B
(S AB = S A − S B). Thus, for a thermocouple (N = 1) exposed to a finite temperature difference
T2 − T1, an electric potential difference

U(T1,T2) = N ·
∫ T2

T1

S AB(T )dT , (2)

is induced [8, 28]. In order to improve the signal-to-noise ratio, the potential difference can be
augmented by aligning multiple (N > 1) thermocouples in series. This assembly is typically
referred to as a thermopile [7] and is shown schematically in Fig. 1.

N

A

B

2

A

B

1

A

B

..
.

T2 T1

U(T1,T2)

Figure 1: Schematic representation of a thermopile, composed of N thermopairs of materials A and B. The temperature
difference between T1 and T2 leads to the electrical potential difference U(T1,T2).

In accordance with technical standards (EN 60584-1 [29], EURAMET cg-8 [30]) thermopiles
are commonly calibrated by comparison with a calibration thermometer. For later reference, we
refer to this type of calibration as absolute calibration. One set of junctions is held at a constant
reference temperature Tref, while the other set of junctions is exposed to a range of P different
temperatures Ti (i = 1, .., P). The resulting calibration curve (with interpolated values between
the Ti) is the potential difference U(T,Tref) as a function of the temperature T at the measurement
junction. By definition U(Tref,Tref) is zero at Tref. Apart from this offset, the calibration curve
is otherwise independent of Tref [7, 28, 31]. In general the calibration relationship is a non-
linear function of the temperature T . For various standard type thermocouples (E, J, K, N and
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Figure 2: Schematic depiction of the potential difference U(T,Tref) as a function of the measurement junction temperature
T and for a given reference temperature Tref.

R) Drebuschak [32] found U(T,Tref) to be a linear function of T at high temperatures and a
quadratic function of T at lower temperatures. Typically, the transition from the quadratic to the
linear relation takes place between 250 K and 350 K. In this study U(T,Tref) is considered to
increase monotonously with temperature, as is shown schematically in Fig. 2.

For the absolute calibration type, Drnovšek et al. [14] analyzed the various sources of un-
certainty and found the error ET,cal associated with the accuracy of the thermometer used for
calibration to be the limiting factor. Therefore, measurements that make use of this type of cal-
ibration have an uncertainty of at least E∆T ≥ ∑

ET,cal. The sum of calibration thermometry
uncertainty stems from the measurement of Tref and Ti.

3. Theoretical derivation of optimized TES measurement method

In order to circumvent the uncertainty limitations imposed by the absolute calibration, the
TES of the thermopile S (T ) = N · S AB(T ) is employed as the calibration parameter in this study.
For small differential temperatures, Eq. (2) is linearized and the calibration relationship becomes:

U(∆T,Tm) = S (Tm) · ∆T. (3)

As is detailed below, this correlation is relatively robust towards uncertainty in the measurement
of the mean temperature Tm. The TES of a K-type thermocouple is listed in Table 1 (derived
from EN 60584-1 [29]). In the temperature range of interest in this study, the largest variation of
TES due to a fluctuation of Tm by 1 K is found to be less than 0.2 % (between −10 ◦C and −9 ◦C).

The TES S (Tm) of a thermopile can be experimentally determined by either the integral or
the differential method [8]. The integral (or large ∆T ) method involves differentiating an analytic
expression of the calibration curve U(T,Tref) [33]. One drawback of this method is that small
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Table 1: TES S (T ) for selected temperatures based on the industry standard EN 60584-1 [29].

temperature TES

T in ◦C S (T ) in µVK
−10 38.896
−9 38.957
−8 39.018
−7 39.077
−6 39.135

fluctuations of the reference temperature influence the accuracy of the absolute calibration curve
U(T,Tref). Furthermore, no objective method to evaluate the accuracy of the sensitivity exists
[8].

For the differential (small ∆T ) method, a temperature difference of 2h is applied around Tm
and the resulting potential difference is measured [34]. The sensitivity is then calculated as

S (Tm) =
U(Tm + h) − U(Tm − h)

2h
, (4)

where the numerator is the voltage U(Tm +h,Tm−h) measured across the thermopile. Expression
(4) is effectively a second order central differencing scheme to calculate the gradient U′(Tm) =

S (Tm) at Tm. This technique was already employed in 1916 by Wold [21] and is still employed
today [35, 23, 24, 25, 34]. Typical temperature differences 2h range from 1 K to 20 K. While
most studies offer no analysis of measurement uncertainty, Burkov et al. [24] achieved TES
uncertainties on the order of ±4 % to ±10 %. However, to the best of our knowledge, no study
exists, which addresses the selection strategy of 2h itself.

Given the diametrical effect of the temperature difference 2h on the measurement uncertainty
and linearization error, a procedure to select an optimal temperature difference 2h for the cali-
bration is described in the following. To that end, the measurement uncertainty and linearization
error are analyzed and an optimal value 2h is found, for which the combined error is minimized.
At the same time the linearization error is quantified, allowing it to be monitored and limited
relative to the measurement uncertainty.

3.1. Measurement uncertainty
When experimentally determining the TES S (Tm) with Eq. (4), the uncertainty of the temper-

ature and voltage measurements is propagated. The maximum relative measurement uncertainty
is given by:

Em

S (Tm)
=

E2h

2h
+

EU

U(2h,Tm)
, (5)

where E2h = 2ET,cal and EU are the measurement uncertainty of the applied temperature dif-
ference 2h and of the potential difference U, respectively. Herein, the voltage U(2h,Tm) is
approximated by U(2h,Tm) = 2h ·N · S st,K(Tm), with values for S st,K(Tm) taken from an industry
standard e.g. EN 60584-1 [29]. This leads to the measurement uncertainty of the sensitivity as a
function of the applied (calibration) temperature difference 2h:

Em(h) =
EU + E2h · N · S st,K(Tm)

2h
. (6)
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(Tm − h∗) (Tm − h) Tm (Tm + h) (Tm + h∗)

U

T

Figure 3: Schematic representation of TES measurement uncertainty variation, with a constant voltage measurement
error denoted by the error bars. A larger uncertainty in the measured gradient results from the smaller h (dashed) than
for the larger h∗ (solid).

Hence, the influence of the measurement uncertainty can be minimized by applying large tem-
perature differences 2h for the calibration. This is depicted schematically in Fig. 3.

3.2. Linearization error

Determination of S (Tm) according to Eq. (4) approximates the slope of U(T ) at T = Tm by
means of linearization with a central difference scheme. Given the generally non-linear character
of U(T ), neglecting the higher-order terms of the differencing scheme, introduces a linearization
error. Using two Taylor series developed around Tm and evaluated at +h and −h [36], one finds

U′(Tm) =
U(Tm + h) − U(Tm − h)

2h
− U′′′(Tm)h2

3!
− (...). (7)

Consequently, the linearization error reads

Elin(h) =
U′′′(Tm)h2

3!
+ (...). (8)

Therefore, in contrast to the measurement uncertainty, the linearization error is minimal for small
values of 2h. The trade-off between the measurement and linearization error leads to an opti-
mization problem. In the following, an optimal calibration temperature difference 2hopt, with a
minimum of combined uncertainty, is derived.

3.3. Optimization of total thermoelectric sensitivity uncertainty

The sum of the measurement uncertainty (Eq. (6)) and linearization error (Eq. (8)) is an
expression of the total uncertainty ES (h) = Em(h)+ Elin(h) of the TES S . The minimum of ES (h)
determines hopt, i.e. dES (hopt)/dh !

= 0.
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For an approximation of U(T,Tref) with a polynomial of 3rd order, hopt can be found analyt-
ically:

hopt =
3

√
3

EU + E2h · N · S st(Tm)
2U′′′(Tm)

. (9)

For higher-order polynomials hopt is computed numerically.

3.4. Sensitivity calibration curve
The method described above yields the TES S (Tm) of a thermopile at a given mean tempera-

ture Tm with minimized total uncertainty. Generally, thermopiles are calibrated for measurements
over a range of mean temperatures. Therefore, the aforementioned procedure is repeated at in-
tervals over the temperature range of interest, leading to a sensitivity calibration curve S (T ) as a
function of temperature.

4. Illustrative calibration of a thermopile

The application of the above derived TES measurement method is demonstrated in the fol-
lowing illustrative example. The thermopile considered here is used for the detection of heat
flux modulation in bifurcating fluidic systems. In this particular experimental setup, geomet-
ric boundary conditions limit the number of thermopile junctions and require the thermocouple
wiring to be relatively long (over 0.5 m). However, this method is applicable to thermopiles
in general, and its effectiveness is expected to increase with the number of junctions (as later
described in Section 5).

4.1. Experimental setup and procedure
The thermopile employed in this study was fabricated with N = 9 K-type thermocouples,

each of 700 mm length, connected in series. Two calibration baths (Brookfield TC550 and Poly-
science 1197P), with temperature stabilities of ±0.01 K, were employed. A Pt100 resistance
thermometer, with measurement uncertainty ET,cal = ±0.3 K, was utilized to measure the tem-
peratures of the baths. The same thermometer was used for every measurement in order to reduce
the effect of a systematic thermometer offset. A Fluke 8846A multimeter was used to measure the
potential difference across the thermopile with an uncertainty of EU = ± (

3.5 µV + 0.0025 % U
)
.

The apparatus is shown schematically in Fig. 4.
The calibration curve U(T,Tref) was recorded at intervals of 5 K over a temperature range

from −30 ◦C to 40 ◦C. The reference temperature was Tref = 10 ◦C. Based on this and with the
procedure described in Section 3, the optimal TES calibration temperature difference 2hopt was
calculated for each sensitivity measurement. The TES was then measured in 5 K intervals be-
tween −10 ◦C and 15 ◦C. In some cases limitations on the minimum and maximum temperatures
of the calibration baths hindered the application of 2hopt. In these cases an alternate calibra-
tion temperature difference 2h was employed. Four repetitions of the TES measurements were
performed for each temperature interval.

Inhomogeneous thermocouple material in combination with temperature gradients can lead
to voltage offsets [8], for which the calibration relation expressed in Eq. (3) does not account
for. However, no such offset was found when a strong temperature gradient was induced by
exposing both ends of the thermopile to the same low temperature (approximately −30 ◦C), while
the middle section remained at room temperature. Therefore, such offsets are deemed to be
negligible throughout the measurements.
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Figure 4: Schematic of the experimental setup for the calibration of U(T,Tref) and S (T ).

T1

Bath #1

T2

Bath #2
PC

Multimeter
Thermopile

Pt100

4.2. Results

The recorded calibration curve U(T,Tref) is shown in Fig. 5. A 5th order polynomial was
fitted to the data with a least squares regression. Based on this polynomial, the measurement
and linearization uncertainty was analyzed for every TES measurement (see Section 3). For
Tm = 0 ◦C, an example of the errors as a function of the calibration temperature difference 2h
is presented in Fig. 6. The optimal step size is between 2hopt = 30 K and 2hopt = 50 K, for the
range of mean temperatures Tm of interest in this study.

The experimental TES data points and the calibration curve S (T ) (fitted to the data by a least
squares regression with a polynomial of 5th order) are shown in Fig. 7. The relative, maximum
uncertainty of S (T ) is the sum of the relative measurement uncertainty (Eq. (5)) and the relative
linearization error Elin/S (Section 3.2). The largest relative, maximum uncertainty is found to be
ES /S = 2 %.

In conjunction with the sensitivity calibration curve and Eq. (3), the calibrated thermopile
can be employed to measure small differential temperatures

∆T =
U

S (Tm)
, (10)

with U and Tm being the measured potential difference and mean temperature respectively. As
already discussed in Section 3, the TES is relatively robust toward uncertainties in the measure-
ment of the mean temperature. For instance in the worst case scenario, uncertainty in Tm of ±1 K
would lead to a possible variation of S by less than 0.2 %. This is negligibly small in comparison
to the overall TES uncertainty ES /S of 2 %. Therefore, measuring Tm with a level of uncertainty
on the order of ±1 K suffices in this study.

The resulting maximum uncertainty of a temperature difference measurement is the sum of
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Figure 5: Absolute calibration measurement data and polynomial regression of U(T,Tref).
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Figure 6: The sensitivity measurement uncertainty Em( 1
h ) (tightly dashed blue), linearization error Elin(h) (loosely dashed

green) and the total TES calibration uncertainty ES (h) (solid black), for a sensitivity measurement at Tm = 0 ◦C. The
minimum combined error is found at hopt.
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Figure 7: TES S (T ) calibration curve. Four measurements were recorded for each of the selected temperatures.

Table 2: Measurement uncertainty of calibrated thermopile for various differential temperatures.

temperature difference maximum uncertainty
∆T in K E∆T in K

0.01 ±0.01
0.05 ±0.01
0.1 ±0.01
1.0 ±0.03

the relative sensitivity uncertainty and that due to the multimeter, namely

E∆T =

(ES

S
+

EU

U

)
∆T

=
ES

S
∆T +

EU

S
. (11)

With the equipment used in this illustrative example, small differential temperatures (∆T ≤ 1 K)
can be measured with an uncertainty of E∆T = ±(0.01 K + 2 %∆T ). The multimeter uncertainty
(EU) is the limiting factor with respect to differential temperature resolution. It contributes an
error on the order of no less than 0.01 K to every measurement. In Table 2 the uncertainty is
shown for various differential temperatures. For example, a temperature difference of 0.1 K can
be measured with an uncertainty of E∆T = ±0.01 K.
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5. Discussion

The uncertainty of small differential temperature measurements with the sensitivity calibrated
thermopile can be as low as ±0.01 K. In comparison, using the calibration Pt100 thermometer
(T±0.3 K) to measure a differential temperature results in uncertainty of no less than ±0.6 K. The
ratio of the calibration thermometer uncertainty for measuring temperature differences, 2ET,cal,
and the calibrated thermopile uncertainty for differential temperatures, E∆T , characterizes the
increase in accuracy of the calibration process. The calibration procedure in this study yields a
ratio of 2ET,cal/E∆T = 60.

The sensitivity calibrated thermopile also outperforms other thermopile calibration and sig-
nal processing techniques for small temperature differences. In the method proposed by Huang
[7], the thermopile is calibrated by comparison to a calibration thermometer with measurement
uncertainty of 0.04 K. The smallest uncertainty of differential temperature measurements is re-
ported to be 0.07 K. Hence, a ratio of 2ET,cal/E∆T = 1.1 is found for this calibration procedure.
In this case, the ratio is based on the most probable error, in contrast to the larger, maximum
uncertainty employed in this study. It is therefore somewhat larger than it would be using the
maximum uncertainty. An overview of this comparison between the two methods is given in
Table 3.

Table 3: Comparison of the method proposed by Huang [7] and the novel approach proposed in this study. Methodolog-
ical aspects are compared above the line, while the details of the illustrative examples are given below.

Huang [7] proposed approach
calibration coefficient U(T ) S (T )
∆T signal conversion midpoint extrapolation linear

∆T = f
(
U(T )|Tm±∆T

)
∆T = U/S (Tm)

instrumentation ET,cal; EU ±0.04 K; ±5 µV ±0.3 K; ±3.5 µV
max. ∆T resolution 0.07 K 0.01 K
ratio 2ET,cal/E∆T 1.1 60

As is discussed in the previous section, the accuracy of small differential temperature mea-
surements is limited in this study by the uncertainty of the TES ES and by the uncertainty asso-
ciated with the employed multimeter EU (see Eq. (11)). The TES is determined with a relative
uncertainty of ES /S = ±2%. Therefore, the corresponding absolute uncertainty of tempera-
ture differences scales with the measurand (the measured temperature difference). In contrast
to this, the uncertainty due to the multimeter is effectively constant (effectively independent of
∆T ) and therefore limits the measurement of small temperature differences. With the multimeter
employed in this study the limit is ±0.01 K. This absolute uncertainty limit is proportional to the
multimeter uncertainty. It can be attenuated by employing a more accurate multimeter in the ∆T
measurement process, without the need for renewed calibration.

In general, the same can be achieved by employing thermopiles with a larger number of
junctions N (although this was not possible in this study), augmenting U. Both of these possi-
bilities lead to reduced relative voltage uncertainty (second term EU/U in Eq. (11) ). This term
is inversely proportional to N. For thermopiles with a large number of junctions, this term can
become small in comparison to the TES uncertainty (ES /S ). The TES uncertainty stems from
the calibration procedure and is generally independent of N (given EU/U << E2h/2h, which
is generally the case). Hence, for large thermopile sensitivities, be it by increased multimeter
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sensitivity or an increase of thermopile sensitivity, the TES uncertainty limits the differential
temperature measurement accuracy. Therefore, the method proposed here is particularly effec-
tive for devices with high sensitivities.

On the other hand, for the measurement of large temperature differences, the TES uncertainty
is the dominant source of uncertainty. For the measurement of temperatures differences larger
than the calibration temperature difference 2h, the calibrated thermopile has lower accuracy than
the calibration thermometer. This is no additional limitation to the procedure as it was explicitly
developed for small differential temperatures and is limited to these by the linearity assumption
associated with Eq. (10).

The novel contribution of the calibration procedure proposed here is the optimized TES
measurement. For given apparatus this procedure leads to an optimal temperature difference
2hopt for the differential determination of the TES with minimized uncertainty. This allows
the use of larger calibration temperature differences than have been recommended in the past
(∆T/Tm << 1) [25, 8], thus reducing the measurement uncertainty. Furthermore, this method
also gives an estimate of the magnitude of the linearization error. For instance, herein, the lin-
earization error was less than one quarter the size of the measurement uncertainty. The appli-
cation of this technique is not limited to the calibration of thermocouples or thermopiles. It can
be applied to optimize the differential method of TES or Seebeck coefficient measurement in
general.

To characterize the performance of the optimization procedure on the measurement of TES,
we compare the achieved uncertainty using the optimized procedure (±2 %) to an equivalent
measurement with a commonly employed calibration temperature difference of 2h = 10 K [21,
22, 23, 24, 25]. For this temperature difference and with the equipment available in this study,
a TES uncertainty of E2h=10 K

S = ±7 % was found. Therefore, in this example, the optimized
technique reduces the uncertainty by 70 %.

The reduction of the TES uncertainty also enhances the accuracy of subsequent differential
temperature measurements with the calibrated thermopile. For example, a thermopile calibrated
using 2h = 10 K could measure a temperature difference of ∆T = 0.1 K with an uncertainty
of ±0.02 K. In comparison, the uncertainty is halved for the thermopile calibrated in this study,
which achieves ∆T = 0.1 K±0.01 K. Although this effect may not be crucial for the measurement
of relatively large differential temperatures, the use of the optimization procedure is essential for
the measurement of heat flux entering a quasi-isothermal heat sink.

5.1. Summary of proposed calibration method

Regardless of the illustrative example given in section 4 and addressed above, the general
sensitivity calibration method to measure the TES can be summarized with the following steps:

1. Acquire the standard (absolute) calibration curve U(T,Tref).
2. Calculate the optimal calibration temperature difference 2hopt based on the minimization

of the total TES error ES (h) = Em + Elin.
3. Record the sensitivity calibration curve S (T ) using Eq. (4) and 2hopt. Subsequently, ana-

lyze the uncertainty ES (h).

To measure differential temperatures with the calibrated thermopile the following steps need to
be performed:

4. Measure the mean temperature Tm to within ±1 K and select corresponding sensitivity
S (Tm).
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5. Measure the potential difference U over the thermopile.
6. Calculate the differential temperature with Eq. (10) (∆T = U/S (Tm)) and the uncertainty

E∆T (Eq. (11)).

Steps (1) to (3) correspond to tiers (1) to (3) in Fig. 8, while steps (4) to (6) are shown in tier (4).
Tiers (2) and (3) are repeated at intervals over the temperature range of interest.

6. Conclusions

A novel, improved calibration method for small differential temperature sensors based on
the Seebeck effect has been developed. To this end, a standard U(T,Tref) calibration curve is
recorded to determine an optimal calibration temperature difference 2hopt, which minimizes the
combined measurement and linearization uncertainties. The overall thermoelectric sensitivity is
then measured with the optimized differential (small ∆T ) method. Subsequently it is used as the
inverse calibration coefficient 1/S of a linear calibration relationship ∆T = U/S .

To demonstrate the proposed method, a thermopile has been fabricated and calibrated specif-
ically for the measurement of small differential temperatures (∆T ≤ 1 K) with an uncertainty
of ±(0.01 K + 2 %∆T ). In the course of the calibration, the thermoelectric sensitivity has been
measured with a maximum relative uncertainty of no more than ES /S = ±2 %. It has been
found that in comparison to a measurement with a temperature difference commonly reported
in the literature (2h = 10 K), the achieved thermoelectric sensitivity uncertainty is 70 % lower.
For small differential temperatures the uncertainty of the sensitivity calibrated thermopile is 55
times lower than that which would be achieved using an alternate signal conversion method and
60 times lower than employing the calibration thermometer to difference two measured temper-
atures.

The optimized calibration method is not only applicable to thermopiles, but also to differ-
ential measurement of thermoelectric sensitivity or Seebeck coefficient in general. The highly
accurate measurement of differential temperatures is especially of interest in the quantification
of heat flux modulations through quasi-isothermal heat sinks.
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[36] M. Schäfer, Computational engineering - introduction to numerical methods, Springer-Verlag Berlin Heidelberg,
2006.

16


	1 Introduction
	2 Fundamentals of thermocouples and thermopiles
	3 Theoretical derivation of optimized TES measurement method
	3.1 Measurement uncertainty
	3.2 Linearization error
	3.3 Optimization of total thermoelectric sensitivity uncertainty
	3.4 Sensitivity calibration curve

	4 Illustrative calibration of a thermopile
	4.1 Experimental setup and procedure
	4.2 Results

	5 Discussion
	5.1 Summary of proposed calibration method

	6 Conclusions

